Abstract. The paper discusses the possibility of improving temperature and noise characteristics of fluxgate variometers. The new fluxgate sensor with a Co-based amorphous ring core is described. This sensor is capable of improving the signal-to-noise ratio at the recording short-period geomagnetic variations. Besides the sensor performance, it is very important to create the high-stability compensation field that cancels the main Earth magnetic field inside the magnetic cores. For this purpose the new digitally controlled current source with low noise level and high temperature stability is developed.
Introduction
Fluxgate magnetometers (FGMs) are widely used for measuring weak magnetic fields in geophysical researches. For this, reducing the FGM own noise is very important, particularly for observatory variometers compatible with the 1 s IN-TERMAGNET standard (Turbitt et al., 2013) . The next very important task is improving the temperature stability of both the zero offset and transformation coefficient, especially for space magnetometers and geophysical equipment operating in field conditions. To achieve this, the most important thing is to improve the FGM sensor. New approaches such as the use of ferrodielectric materials (Vetoshko et al., 2003) and special excitation modes (Vetoshko et al., 2003; Koch and Rozen, 2001; Ioan et al., 2004; Sasada and Kashima, 2009; Paperno, 2004) can significantly reduce the level of own noise of fluxgate sensor, in particular, down to 0.1 pT Hz −0.5 at a frequency of 1 Hz (Koch and Rozen, 2001 ) with a further decrease to several tens of fT Hz −0.5 (Koch and Rozen, 2001; Koch et al., 1999) . Also in the best examples of fluxgate sensors for space research, along with moderate noise level, zero offset is practically independent of temperature: their zero drift is within 1 nT in the temperature range −40 to +65 • C (Merayo et al., 2005; Nielsen et al., 1995) . In this study we try to find possibilities for simultaneous improvements of noise level and temperature stability of fluxgate variometers for Earth magnetic field measurements. In Sect. 2 we describe the new fluxgate sensor with significantly reduced noise level. Then, in Sect. 3 the peculiarities of the design of a low-noise and highly stable digitally controlled current source (DCCS) are given.
2 Development of low-noise fluxgate sensor with amorphous magnetic core During the last 10-15 years our main hopes and expectations for decreasing noise level of the fluxgate sensors have been linked with using amorphous magnetic materials instead of crystalline nickel-rich alloys (Gordon et al., 1968; Müller et al., 1998; Afanassiev, 2010, Table 3.1; Nielsen et al., 2010, pp. 154-155) for the sensor core. The very powerful technique to suppress magnetic noise of amorphous alloy is a proper annealing procedure (Shirae, 1984; Narod et al., 1985; Nielsen et al., 1991 Nielsen et al., , 1995 . Ten-fold improvement of the noise level is possible by selecting an optimal annealing temperature. However, we found also that the sensor's zero offset and its temperature dependence often considerably degrade after annealing. It was experimentally found that an amorphous alloy with a lower optimal annealing temperature usually could provide lower and more stable zero offset. As a result of this approach a new amorphous ring core fluxgate sensor (conventionally named FGS32/11) was recently developed. A modified version of the Co-based amorphous alloy MELTA ® MM-5Co (Nosenko et al., 2008) with the Curie temperature T C = 185 • C and saturation induction B s = 0.48 T was used as a magnetic core. The samples of this alloy were supplied by the manufacturer in the shape of
Published by Copernicus Publications on behalf of the European Geosciences Union. 0.03 mm thick and 3 mm wide tape heat treated (in the presence of a constant transverse magnetic field) at the temperature 710 K in the atmosphere of an inert gas. The 11 turns of this tape are spooled into the 32 mm diameter fiberglass bobbin that also serves as a support for the toroidally wound measuring and excitation coils (Fig. 1a) . The four sectoral coils, the opposite pairs of which are connected in series, form the two measuring windings for sensing orthogonal components of the magnetic field (Fig. 1b) . Such an unusual construction of the measuring windings was selected mainly because we found experimentally that (for this kind of magnetic cores) it provides a slightly better noise level in comparison with a traditional wrapping coil. The excitation winding consists of the two layers of 0.4 mm Cu wire and has little resistance, which is preferable for minimizing drive power consumption. The sensor noise level was tested with different combinations of the excitation parameters in the following ranges: the drive frequency f ex = 5-12.5 kHz, the amplitude of the drive pulses H m = 2-10 kA m −1 and the relative width of these pulses α ex = 0.2-0.5. The minimal noise level was achieved with H m = 10 kA m −1 and α ex = 0.5 at the expense of considerable power consumption P ex ≈ 3 W. The compromise values H m = 6.8 kA m −1 and α ex = 0.4 were finally selected. As there was no pronounced noise level dependence on the driving frequency, the intermediate value f ex = 7.5 kHz was selected, which gives us the possibility of driving two sensors simultaneously from a generator with a moderate output voltage U g = ±14 V. The zero-offset stability and the noise level measurements were conducted in a four-layer magnetic shield. The shortterm zero offset drift lies within 40 pT during 7 h. The sensor noise level estimations are given in Fig. 2 , where for comparison purposes a noise spectral density of the 1 s IN-TERMAGNET magnetometer LEMI-025 and a typical geomagnetic spectrum are presented. The achieved noise level (≤ 1 pT Hz −1 at 1 Hz) is 3 times less than that of LEMI-025, which could provide better signal-to-noise ratio especially in measurements of short-period geomagnetic variations. The zero offset drift, also measured in the magnetic chamber, does not exceed ±1 nT during sensor temperature excursions in the range +5 to +35 • C, which is comparable with the best permalloy sensors. Due to the excellent noise level, low short-term zero offset drift and good temperature stability, this sensor is very promising for use in 1 s INTERMAGNET variometers.
During our tests of the described sensor in small fields (inside the magnetic shield or installing its sensitivity axis perpendicularly to the Earth magnetic field vector) we used the sectoral measuring windings as feedback ones. However, this way is not applicable for large magnetic field measurements, because in such case the compensation field would be considerably non-uniform and, probably, unstable with temperature and time. In order to solve this problem, we are going to use these sensors as zero field indicators inside the vector compensation coil system similar to those used in spaceborne magnetometers (Auster et al., 2009; Nielsen et al., 1995) . So, besides the sensor performance, it is very important to create (Scandurra et al., 2014) No data 12 3 Current source C (Costa et al., 2012) No data No data 30
Requirements for the DCCS 71 22 7.1 the high-stability compensation field that cancels the main Earth magnetic field inside the magnetic cores. The possibility of constructing a DCCS with temperature and noise characteristics consistent with the parameters of the best modern fluxgate sensors is considered in the next section.
Development of digitally controlled current source
For the postulated goal achievement, the following noise characteristics of the compensation field were posed: noise level no more than 0.5, 1.5 and 5 pT Hz −0.5 at frequencies of 1, 0.1 and 0.01 Hz, respectively, which constitutes 7.1, 22 and 71×10 −9 Hz −0.5 in relative units taking into account the compensation range of ±70 000 nT. Instability of compensation field should not exceed 1 nT or 14 ppm in relative units in the temperature range −40 • C to +60 • C. As the condition of a linear dependence of compensation field on temperature, the thermal drift should be as small as ≤ 0.14 ppm • C −1 . The digitally controlled current source -which consists of a voltage reference (VR), a digital-to-analog converter (DAC) and voltage-to-current converter -is analyzed.
Analysis of the literature reveals that the problem of creating a stable electric current is associated with relatively high noise level of semiconductor voltage sources. Ciofi et al. (1997) showed that radical reduction of the current source noise can be achieved using a chemical voltage reference; in the paper Scandurra et al. (2014) reference voltage noise reduction was achieved using a low-pass filter that is based on supercapacitors. The current sources' noise characteristics achieved in Ciofi et al. (1997) and Scandurra et al. (2014) meet the requirements for the DCCS (Table 1 ). Table 1 also shows that the noise of the current source (Costa et al., 2012) , which is built using semiconductor voltage reference, exceeds the specified limits several times over. Devices that developed by Ciofi et al. (1997) and Scandurra et al. (2014) are designed to work in the laboratory in a relatively narrow temperature range. The stability of these current sources under temperature, time and other factors of influence is not given, but we can assume that, for example, voltage of galvanic elements and supercapacitor parameters could significantly depend on the temperature and mechanical stress.
Voltage reference selection
Based on the detailed review of the characteristics of semiconductor integrated voltage references (Harrison, 2009) , it was found that only very few models have their own noise level, temperature and time drift acceptable to be used in high-class FGMs. The low-frequency (≤1 Hz) noise level characteristics of different voltage reference models are given in Table 2 , which is mainly filled with data taken from Fleddermann et al. (2009) and Halloin et al. (2014) . Due to a lack of experimental data on the low-frequency noise spectral density, we did not include in the table the first buriedZener voltage reference LM199 designed by Robert Dobkin. This integrated circuit was used by Acuna et al. (1978) in the outstanding MAGSAT magnetometer, the performance characteristics of which are still impressive. An indisputable leader within all specified parameters (that was also designed by Robert Dobkin) is the buried-Zener voltage reference LTZ1000 (Harrison, 2009, p. 494 ) based on the subsurface Zener diode, whose positive temperature coefficient is compensated by the negative coefficient of the forward-biased base-emitter voltage of the transistor located at the same substrate. This product of Linear Technology (now part of Analog Devices) has also fairly weak dependence of the output voltage on the dose of radiation (Rax et al., 1997) , which may be important for space application. Achieving a record-low temperature drift (0.05 ppm • C −1 ) is due to controlled heating and maintaining operation temperature of the chip substrate in a very narrow range. Taking into account the significant power consumption, this way is not always acceptable in FGMs and may be unreasonable due to thermal instability of other units of the VR.
Experimental research of three samples of VR showed significant nonlinearity of the temperature dependence of the output voltage U REF in the temperature compensation mode without temperature stabilization (Fig. 3) , especially at the edges of the temperature range. According to Tsividis (1980) and computer modeling of the VR circuit ( Fig. 4 ; r b = 0 Ohm, R2 = 18.6 Ohm, R3 = 120 Ohm, R4 = 68.1 kOhm, R5 is absent), conducted in the LTspiceIV simulation package, nonlinearity of the temperature dependence of U be (VT1) is expected. Accordingly, U REF looks like a dotted curve in (Linear Technology Corp., 2014) No data 68 28 LTZ1000 (subsurface Zener) (Linear Technology Corp., 2015) No data 33 9 MAX6126 (proprietary) (Fleddermann et al., 2009) 230 100 50 MAX6250ACSA (subsurface Zener) (Fleddermann et al., 2009) 400 150 40 MAX6350 (subsurface Zener) (Halloin et al., 2014) 1000 600 100 VRE305 (subsurface Zener) (Halloin et al., 2014) 4000 2000 400 of output voltage of LTZ1000 samples. Much better matching of the model curve (solid line in Fig. 3 ) with experiment results was obtained by adding the resistor r b = 15 kOhm (Fig. 4) to the LTZ1000 circuit given in the technical documentation (Linear Technology Corp., 2015). The U REF voltage increase at low temperatures is perhaps due to a decrease of the current transfer coefficient of the transistor VT1 and a corresponding increase in base current and voltage drop at r b , R2 and dynamic resistance of the Zener diode VZ1, since a collector current depends slightly on the temperature (≈ 0.03 % • C −1 ). A possible way to compensate for the effect of the temperature dependence of the base current and slightly linearize temperature dependence of U be (VT1) is to generate in the VT1 collector a current I C proportional to absolute temperature (PTAT) of the die. This method is widely used for temperature compensation in band gap voltage references (Harrison, 2009, Sect. 14.1). In contrast to band gap circuits we propose using a simpler schematic at the expense of less accurate proportionality of the current to absolute temperature. An approximately PTAT current I C (VT1) could be generated in the diagram in Fig. 4 at a proper value of the resistor R5. The result of the simulation of the modified circuit (Fig. 4 ; r b = 15 kOhm, R2 = 14.5 Ohm, R3 = 120 Ohm, R4 = 30.1 kOhm, R5 = 6.2 kOhm) is represented by a dashed line in Fig. 3 . Experimental study of LTZ1000 sample no. 3, operating according to the modified circuit, showed that the output voltage U REF temperature dependence becomes more uniform in the temperature range from 25 to 65 • C (Fig. 5) . Further it is planned to get temperature characteristics of the modified circuit in a wider temperature range and specify parameters of the LTZ1000 to obtain more reliable computer simulation results. 
DAC configuration -bipolar vs. unipolar reference input
As a digital-to-analog converter, one of the best monolithic models -a 20 bit DAC AD5791 with temperature drift 0.05 ppm • C −1 -was selected (Egan, 2010) . As the data sheet of this component (Analog Devices, Inc., 2013) contains incomplete information regarding the noise level at low frequencies, these characteristics were examined in two circuit configurations: with bipolar (Fig. 6 , circuit 1) and unipolar (Fig. 6, circuit 2) voltage reference input. The noise tests were carried out using the two samples of the DCCS: sample no. 1 with AD5791 configured for the bipolar reference input and sample no. 2 for unipolar reference input. The voltage references were built using LTZ1000. In the case of the bipolar input DAC configuration (Fig. 6 , circuit 1) the negative reference output U REFN was formed from the LTZ1000 positive output voltage U REFP by a voltage inverter based on a low-noise operational amplifier AD8675 (Analog Devices, Inc., 2012) and a matched pair of the metal foil resistors DSMZ (Vishay Precision Group, Inc., 2015). The noise levels of both unipolar and bipolar voltage references were estimated before the DAC tests. It was found that the voltage inverter contributed practically no additional noise, so for both voltage references the noise level mainly depends on the LTZ1000 characteristics and is equal to 9 × 10 −9 Hz −0.5 at 1 Hz, 22 × 10 −9 Hz −0.5 at 0.1 Hz and 70 × 10 −9 Hz −0.5 at 0.01 Hz. In each case, the DAC output was connected to the voltage-to-current converter with an ungrounded load consisting of a low-noise zero-drift operational amplifier OPA2188 (Texas Instruments Inc., 2016) and high-stability metal foil resistors VSMP0805 (Vishay Precision Group, Inc., 2016) . The noise level of these identical voltage-to-current converters was checked separately, and it did not exceed 4 × 10 −9 Hz −0.5 in the frequency band 0.01-1 Hz. For each sample, Table 3 shows the noise level of output currents at the various points in the range: at zero ("I out = 0" column), at the minimum ("I out = I min " column) and at the maximum values ("I out = I max " column). The values of the noise level which exceed given limits are marked in bold. Overpassing the requirements at a frequency of 1 Hz for both cases is caused by the voltage reference noise. The noise of the AD5791 configured with a unipolar reference input (Fig. 6 , circuit 2) is considerably bigger than that of the version with a bipolar reference input and exceeds the requirements at zero and minimum values of the output current. Probably, this is due to the additional 1/f noise generated by the resistors R 1 and R FB (see Fig. 6 , circuit 2) when a larger current is flowing through them. At the bipolar input configuration (Fig. 6 , circuit 1) these resistors are excluded from the signal pass and can not contribute an excessive noise. So, for achievement of better noise characteristics, the AD5791 has to be connected in the version of the bipolar voltage reference input.
The temperature stability of the DCCS
The two prototypes of the DCCS with AD5791 configured for a bipolar reference input were intensively tested in order to estimate the temperature dependences of both the separate units and the device in whole. The measurements were carried out at the five values of the DAC input code: 0x100000 (U DAC = U REFN ), 0x13FFFF (U DAC = 0.5 U REFN ), 0x17FFFF (U DAC = 0 V), 0x1BFFFF (U DAC = 0.5 U REFP ) and 0x1FFFFF (U DAC = U REFP ). Let the DAC output voltage be given by the expression
where S DAC = 0-1 is the transformation factor of the DAC. It could be shown that the relative deviation δS inv of the voltage inverter scale factor S inv leads to inconsistency of the positive U REFP and negative U REFN reference voltages and causes the relative change of the DAC output voltage as follows:
From other side the DAC output voltage could change due to the drift of the reference voltage U REFP and imperfection of the internal components of the AD5791. In order to estimate full-scale and zero-scale error temperature coefficients of the AD5791, we measured simultaneously U REFP , U REFP + U REFN and U DAC during the temperature tests and applied necessary corrections during post-processing. For instance, we estimated AD5791 zero-scale error temperature coefficient by measuring U REFP + U REFN and U DAC (0) at the nominal zero DAC output (input code 0x17FFFF, S DAC = 0.5). Then we calculated
and analyzing the sum (δU DAC (0) + 0.5δS inv ) we found the zero-scale error temperature coefficient of the AD5791. The results of such measurements for DCCS no. 1 are given in Fig. 7 . The total temperature drift of the DAC output voltage δU DAC (0) (markers "♦" in Fig. 7) is mainly caused by instability of the voltage reference inverter (markers " " in Fig. 7) , and contribution of the AD5791 zero-scale error temperature drift (markers "•" in Fig. 7 ) is negligible. For both samples of the DCCS the AD5791 zero-scale error temperature coefficient did not exceed 0.03 ppm • C −1 in the worst case, which is approximately compatible with data sheet specifications (Analog Devices, Inc., 2013) . In both prototypes the drift of the voltage inverters' scale factors S inv linearly depends on temperature with coefficients 0.27 ppm • C −1 in prototype no. 1 and 0.45 ppm • C −1 in prototype no. 2. These values coincide well with the 0.5 ppm • C −1 maximum-temperature coefficient of the resistor ratio (Vishay Precision Group, Inc., 2015) . The full-scale temperature coefficients of both AD5791s did not exceed 15 ppm in the temperature range from −40 to +60 • C. The voltage-to-current converter transforms the DAC output voltage U DAC = −7.2 to +7.2 V into the output current I out = −3.6 to +3.6 mA. As expected, the main contribution to the temperature drift of the transformation factor S ui comes from the resistor R ui , which was combined from the three 680 Ohm VSMP0805 surface mount resistors connected in series. The temperature tests of the voltageto-current converter in DCCS no. 1 are given in Fig. 8 . The temperature drift of the converter zero offset (at U DAC = 0 V, markers "•" in Fig. 8 ) does not exceed 5 ppm in the temperature range from −60 to +80 • C and is negligible in comparison with the temperature drift of the transformation factor. Similar results were obtained for the converter in DCCS no. 2, but the transformation factor temperature dependence was much more nonlinear. The temperature tests of the resistors, conducted without removing them from the boards, confirmed that R ui1 and R ui2 depend on temperature in different ways (Fig. 9) , and temperature characteristics of R ui2 are not compatible with data sheet specifications (Vishay Precision Group, Inc., 2016). Probably, the reason for the R ui2 unexpected temperature dependence was that a mechanical strain occurred when the resistors were soldered on the board. The repeat temperature tests of the same resistors re-soldered in order to minimize possible package deformation reveal considerable change of the resistance temperature characteristics (see Fig. 9 ), which become more uniform and similar to the data sheet curve. In order to avoid the mechanical strain problems, we are going to use through-hole, hermetically sealed versions of the metal foil resistors in future designs.
Conclusions
The ways to improve noise level and temperature stability of 1 s fluxgate variometers are considered. The noise parameters of the new fluxgate sensor with Co-based amorphous magnetic alloy are discussed. The achieved sensor noise level is equal to 1 pT Hz −0.5 at 1 Hz, which is considerably better than that of the modern observatory fluxgate magnetometers. The short-term zero-offset stability of the sensor is also quite good and lies within 40 pT for 7 h. The zero-offset changes do not exceed ±1 nT during temperature excursions in the range +5 to +35 • C. Besides the sensor performance, it is very important to create the high-stability compensation field that cancels the main Earth magnetic field inside the magnetic cores. The voltage reference in the electronic unit and the compensation windings in the sensor are the most critical elements in terms of generating the stable compensation signals. The noise level, the temperature drift and the longterm stability of the best semiconductor voltage references are compared, and it is stated that only few of them are suitable for application in high-class fluxgate variometers. Using the best available electronic components, the prototypes of the digitally controlled highly stable current source are designed and tested. As a part of this work it is experimentally shown that one of the best voltage references (LTZ1000) exhibits considerable non-uniformity of the temperature dependence in the uncontrolled temperature mode. Curvaturecompensating circuitry is proposed. The source of the extra noise in the digital-to-analog converter AD5791 is revealed,
308
A. Marusenkov: Possibilities of further improvement of 1 s fluxgate variometers and the appropriate configuration of its inner structure is selected. It is supposed that the application of the results and recommendations discussed in the paper will allow creating an FGM with outstanding level of noise and temperature parameters.
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